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Purpose — We evaluated the 5-year survival of the uncemented 
Optan anatomically adapted femoral stem, with revision for asep- 
tic loosening as the endpoint. 

Methods — Between January 2004 and March 2007, 432 total 
hip arthroplasties (THAs) were performed in 432 patients. After 
follow-up for a mean time of 5 years, the patients were evaluated 
using the WOMAC questionnaire and plain radiography. Patients 
who were unable to attend the follow-up visit were contacted by 
telephone to determine whether they had had any revision sur- 
gery of their THA 

Results — Within 5 years, 39 patients (9%) had died of unre- 
lated causes and 63 patients (15%) had been lost to follow-up. 
Of the remaining cohort, 224 patients (68%) had full follow-up 
while 88 patients (27%) were evaluated with WOMAC only and 
18 patients (5%) were evaluated with radiography only. The 
mean WOMAC score of all evaluated patients was 21 (10-100). 
At 5-year follow-up, there were 26 stem revisions reported (6%), 
14 hips (3%) showed aseptic loosening, and 12 hips (3%) had had 
a periprosthetic femoral fracture. The 5-year survival to revision 
for any reason was 94%. Worst-case analysis yielded a 5-year sur- 
vival of 79%. 

Interpretation — The 5-year survival for aseptic loosening of 
the Optan anatomically adapted femoral component was disap- 
pointing. Radiographic evaluation showed evidence of proximal 
radiolucencies and distal cortical bone hypertrophy, which we 
attribute to insufficient proximal bone in-growth and increased 
load transfer at the tip of the stem. We do not recommend the use 
of the Optan femoral stem. 



The Optan femoral stem was designed to reduce proximal 
femoral bone loss after total hip arthroplasty (THA). It was 



designed with a specific geometry, stiffness, and surface 
roughness (Bieger et al. 2011). It is an anatomically shaped 
femoral component in the sense that it has an anteversion 
similar to that of the native proximal femur. The uncemented 
Optan femoral stem is made of a titanium-based alloy with a 
porous-coated proximal third. Furthermore, the femoral stem 
has a ventral rib that should prevent rotation. The distal nar- 
rowing, the anatomical shape, and the porous-coated proximal 
third of the stem are designed to lead to a physiological load 
transfer and therefore optimal bone in-growth of the femoral 
stem. Despite the theoretical advantages of the Optan femo- 
ral stem, no studies have been published on the survival of 
this uncemented femoral component. We evaluated the mean 
5 -year survival of the uncemented Optan femoral stem used in 
primary THA. 



Patients and methods 

All 432 patients (303 women) who underwent primary THA 
and received an uncemented Optan anatomical adapted femo- 
ral stem (Zimmer Germany GmbH, Freiburg, Germany) and 
a Morscher monoblock cup (Centerpulse/Zimmer) between 
January 2004 and March 2007 were included (432 THAs). 
Patients aged 30 years or younger were not included. The most 
frequent diagnosis was primary osteoarthritis. The mean age at 
evaluation was 71 (32-92) years (Tables 1 and 2). The articu- 
lations used were either the 28-mm CoCr alloy metal-on-metal 
articulation (115 hips (27%)) or the ceramic-on-poly ethylene 
articulation (317 hips (73%)). The operations were performed 
by 5 experienced orthopedic surgeons who each perform over 
150 arthroplasties per year at the same institution. All THAs 
were performed using a 28-mm femoral head. A lateral (trans- 
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Table 1 . Patient demographics 





Demographics 


Male 


Female 


Total 


No. of hips 
No. of patients 
Age, mean (range) 
Right:Left 


129 (30%) 
129 

69 (38-89) 
62:66 


303 (70%) 
303 

72 (32-92) 
154:149 


432 
432 

71 (32-92) 
216:215 





Table 2. Primary diagnosis of patients 





Diagnosis 


No. of hips 


Primary osteoarthritis 


405 (94%) 


Post-fracture/AVN 


22 (5%) 


Secondary osteoarthritis 


2 (0.5%) 


Acute fracture 


2 (0.5%) 


Congenital hip dysplasia (CHD) 


1 (0.2%) 





gluteal) approach was used in all patients. They all received 
prophylactic antibiotics (cefazolin for 24 h perioperatively). 

At follow-up, the patients were examined with plain radi- 
ography and the Western Ontario and McMaster Universities 
index (WOMAC) questionnaire (Roorda et al. 2004). Radio- 
graphic evaluation was performed using Rogan software (Old- 
elft Benelux B.V., Veenendaal, the Netherlands). Patients who 
were not able to attend the follow-up visit were contacted by 
telephone and asked questions using the WOMAC question- 
naire. Furthermore, we asked whether these patients had had 
any revision surgery. 63 patients whose telephone number was 
unknown or who did not respond to telephone calls were cat- 
egorized as being lost to follow-up. 

Radiographic evaluation 

Radiographs were assessed for periprosthetic osteolysis and/ 
or radiolucencies. Radiolucencies were defined as a radiolu- 
cent line between implant and bone of 1 mm or more. The 
location of radiolucency was assessed according to the Gruen 
zones. Radiographic evidence of cortical bone hypertrophy or 
resorption was also recorded. The first postoperative radio- 
graph was also assessed for varus or valgus malpositioning, 
i.e. when the femoral component had a varus or valgus ori- 
entation of 5 degrees or more on the anteroposterior pelvic 
radiograph. We also assessed whether the femoral stem was 
obviously undersized. 

Statistics 

Statistical evaluations and analysis were performed using 
SPSS version 19.0. This software was also used for Kaplan- 
Meier survivorship analysis for aseptic loosening of the 
femoral stem and revision for any reason. A worst-case sur- 
vivorship analysis was performed in which all patients lost to 
follow-up were considered to be revised due to aseptic loosen- 



Original cohort 
n = 432 



Deceased 
n = 39 



Lost to follow-up 
n = 63 



Remaining cohort 
n = 330 



WOMAC only 
n = 88 



Full evaluation 
n = 224 



Radiography only 
n = 18 



Figure 1 . Flow chart of patients in the study. 

ing. Welch's t-test was used to compare the mean WOMAC 
scores of the patients contacted by telephone with the patients 
who had had full follow-up. Furthermore, chi-square statis- 
tics was used to determine the factors that predisposed for 
periprosthetic fracture. The log-rank test (Mantel-Cox) was 
used to determine whether there was a significant difference 
in survival outcome in the different subgroups. We considered 
p- values of < 0.05 to indicate significance. 



Results 

The original cohort consisted of 432 hips in 432 patients. 
At 5-year follow-up, 39 patients (9%) had died of unrelated 
causes. 63 patients (15%) did not respond for evaluation or 
could not be contacted and were categorized as being lost to 
follow-up. The remaining cohort consisted of 330 patients 
(76%). Of this remaining cohort, 224 patients (68%) under- 
went the full evaluation, 88 patients (27%) were evaluated with 
WOMAC only, and 18 patients (5%) were evaluated radio- 
graphically only (Figure 1). The mean duration of follow-up 
was 5.1 (3.7-6.6) years. At the end of follow-up, the stem had 
been revised in 26 patients (6%), mainly because of aseptic 
loosening (14 hips) and femoral fractures (9 hips). Other rea- 
sons were infection (1 hip) or recurrent dislocation (2 hips). 
Altogether, 12 patients had had a periprosthetic fracture, lead- 
ing to revision of the stem in 9 cases. In 1 case, the fracture 
was managed with cerclage wiring. In another case, the frac- 
ture was treated with internal fixation with plate and screws. 
1 fracture was treated non-surgically. Periprosthetic fractures 
had occurred at a mean of 1.6 (0.01-6.3) years after surgery. 
In 14 hips, symptomatic aseptic loosening had occurred; these 
had undergone stem revision surgery after mean 2.9 (0.02-6) 
years. 13 patients had had 1 or more dislocations (3%). 

The mean WOMAC score of all patients was 21 (10-100; 
median 15; 95% CI: 19-24). The patients who were evaluated 
by telephone had a statistically significantly better outcome 
than the patients with full follow-up regarding the WOMAC 
stiffness score and the WOMAC pain score. The mean 
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Table 3. Comparison of the mean WOMAC scores of patients with 
full follow-up and patients who were contacted by telephone only 





Mean score 


Full 


Telephone 


p-value 


95% CI 




follow-up 


contact 








(SD) 


only (SD) 






WOMAC score 


22 (21) 


19(20) 


0.2 


-1.9 to 8.2 


WOMAC pain 


15(21) 


8(17) 


0.007 


1 .7 to 1 1 


WOMAC stiffness 


26 (27) 


14(23) 


0.000 


6.3 to 18 


WOMAC functional 


24 (23) 


23 (23) 


0.7 


-4.7 to 7 





WOMAC sum score and the mean WOMAC functional score 
were similar between the 2 groups (Table 3). 

Radiographic evaluation (n = 239) showed cortical bone 
hypertrophy at the distal end in 106 hips (45%). In 17 hips, 
there was radiolucency at the proximal end of the femoral stem. 
Of these cases, the radiolucency was located in Gruen zone 1 
in 10 hips and in 5 hips a radiolucency was seen in Gruen 
zones 1 and 7. A pedestal, i.e. the formation of bone at the tip 
of the stem — which usually closes the medullary canal — was 
found in 18 hips. In 47 hips, there was an undersized femoral 
component; the femoral component was in varus malposition- 
ing in 13 hips and it was in valgus malpositioning in 5 hips. 

Survivorship analysis 

Survivorship analysis with stem revision for any reason as 
the endpoint revealed an overall survival of 94% at the 5 -year 
follow-up (Figure 2). 5 -year survival with aseptic loosening 
as the endpoint was 97% (Figure 3). The type of articulation 
(either ceramic-on-polyethylene or 28-mm metal- on-metal), 
age, varus/valgus malpositioning, or undersizing of the femo- 
ral component did not significantly affect survival with stem 



Table 4. Survival to revision for any reason and survival to aseptic 
loosening of the different subgroups categorized by sex, articula- 
tion, undersizing, varus/valgus malpositioning, and patient age 
(log-rank/Mantel-Cox test) 





Revision for 


Revision for 


any reason 


aseptic loosening 


Survival p-value 


Survival p-value 


(%) 


(%) 



Sex 



Male 


92 


0.3 


94 


0.03 


Female 


95 




98 




Articulation 










Metal-on-metal 


97 


0.2 


97 


0.6 


Ceramic-on-polyethylene 


93 




97 




Undersized 










Yes 


87 


0.06 


96 


0.8 


No 


95 




97 




Malpositioned 










Varus 


85 


0.7 


92 


0.6 


Valgus 


100 




100 




Age 










32-54 


94 


0.6 


97 


0.6 


55-74 


93 




96 




75-92 


95 




98 





loosening or stem revision for any reason as the endpoint 
(Table 4). Male patients had relatively more cases of aseptic 
loosening (survival 94%, p = 0.03). 

The worst-case scenario, in which all 63 patients who were 
lost to follow-up were considered to have had a revision of the 
femoral component, would yield a survival rate of 79% with 
revision for any reason as the endpoint. With aseptic loosening 
as the endpoint, the survival rate would be 82%. 

Patient age, sex, varus or valgus malpositioning, and under- 
sizing of the femoral component did not significantly affect 



Survival (%) - stem revision 
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Survival (%) - stem loosening 



94- 



92- 



90- 



88- 




1 r 

4 6 
Years to stem revision 



Figure 2. Kaplan-Meier survival analysis with revision for any reason 
as the endpoint. 




1 Survival 
- Censored 



Years to stem loosening 

Figure 3. Kaplan-Meier survival analysis with revision due to aseptic 
loosening as the endpoint. 
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the frequency of periprosthetic fracture. The frequency of peri- 
prosthetic fracture was higher in the patients with a ceramic- 
on-poly ethylene articulation (p = 0.03). 



Discussion 

The present study had several important limitations. Because 
of the retrospective design, it suffered from a substantial 
number of patients being lost to follow-up (63 patients, 15%), 
which could have influenced our results. The high number of 
patients who did not attend the full follow-up (106 patients, 
25%) was also a limitation. Radiographic follow-up was com- 
pleted in only 242 patients (56%). We believe, however, that 
the telephone-based interview using the WOMAC question- 
naire and determining whether patients had had any revision 
surgery of their THA was an adequate form of follow-up for 
patients who were unable to attend for full clinical follow- 
up. Furthermore, the WOMAC sum scores were similar in the 
full-evaluation group and the WOMAC-only group, indicating 
that these groups were comparable regarding clinical outcome. 

Of the 432 patients, 115 (27%) received a metal-on-metal 
articulation. Thus, it is possible that patients who experienced 
pain after their THA actually had symptoms of pseudotu- 
mors or aseptic lymphocyte-dominated vasculitis-associated 
lesions (ALVAL) (Pandit et al. 2008). Advanced diagnostics 
in the form of ultrasonography, magnetic resonance imaging, 
or blood-cobalt screening were not routinely performed. Nev- 
ertheless, there were no signs of metal debris-induced pseu- 
dotumors or ALVAL — either clinically or by plain radiogra- 
phy — in our patients. Furthermore, in the present study the 
type of articulation did not significantly affect the survival rate 
of the stem. 

The overall survival rate of 94% for the Optan femoral stem 
at 5-year follow-up is a poor result. For reference, the tenth 
annual report of the National Joint Registry of England and 
Wales shows that uncemented total hip implant combinations 
with a metal-on-poly ethylene bearing have a mean 5 -year all- 
cause revision rate of 2.5% (CI: 2.4-2.7). We found 14 hips 
with aseptic loosening (3.2%). Compared to other studies, 
the frequency of aseptic loosening after 5 years of follow-up 
in our study was high. For example, Wittenberg et al. (2013) 
reported a prevalence of 1.2% for aseptic loosening in cement- 
less femoral stems. Worst-case analysis of our cohort yielded 
a 5-year survival of 79% with revision for any reason as the 
endpoint and 82% with aseptic loosening as the endpoint. This 
indicates that the Optan femoral component may not be able 
to meet the NICE recommendations for THA. 

The specific geometry of the Optan femoral component, with 
a smooth surface at the distal end of the stem and a porous- 
coated proximal third, is designed to facilitate proximal bone 
in-growth. Nevertheless, we found radiolucencies in the prox- 
imal femur, Gruen zones 1 and 7, in 50% and 25% of cases. 
Other studies on the Optan stem (Decking et al. 2006, Bieger 



et al. 2011) have demonstrated bone loss medially and later- 
ally in the proximal femoral regions, mainly affecting Gruen 
zones 1 and 7, and a progressive decline in bone mineral den- 
sity (BMD) over the first 12 months after surgery (Bieger et 
al. 201 1). In the latter study, the most pronounced decrease in 
BMD, after 12 months, was found to be in Gruen zones 7 and 
1. Furthermore, in a large number of patients (106 patients 
(45%)) we observed cortical bone hypertrophy around the 
distal end of the stem. The frequency of distal cortical bone 
hypertrophy that we found was high compared to other studies 
with medium-term follow-up (Mallory et al. 1996. Christie et 
al. 1999, Sinha et al. 2004). 

We attribute these phenomena — radiolucencies in the 
proximal femur and cortical hypertrophy around the tip of 
the stem — to a non-physiological loading pattern, which was 
previously described by Decking et al. (2006). In their study, 
these authors observed a change in the strain pattern after 
implantation of the Optan femoral stem, with a major princi- 
pal strain reduction of 43% in the medial part of the proximal 
femur and 69% in the lateral part. We attribute this to insuffi- 
cient proximal bone in-growth due to the stiffness of the Optan 
stem and the insufficient roughness of the proximally porous- 
coated part. Furthermore, we consider that the cortical bone 
hypertrophy is the result of an increase in load transfer around 
the tip of the stem. We hypothesize that insufficient proximal 
bone in-growth leads to more load transfer at the distal end of 
the femoral stem, subsequently leading to distal cortical bone 
hypertrophy and/or the formation of a pedestal. Furthermore, 
the mechanical mismatch between the Optan stem and the 
femoral bone leads to stress shielding and subsequent bone 
resorption in the proximal femur. These implant properties 
offer poor conditions for osseointegration. We believe that 
these properties caused the high frequency of aseptic loosen- 
ing at medium-term follow-up that was observed in the pres- 
ent study. 

The frequency of periprosthetic fractures in our study was 
within the range reported for other (uncemented) femoral 
components, ranging from 2.3% to 3.5% at an average of 6.9 
and 3 years of follow-up, respectively (Wu et al. 1999, Wal 
et al. 2005). We found that varus or valgus malpositioning or 
undersizing of the femoral component did not affect the fre- 
quency of periprosthetic fractures (p = 0.2 and 0.7). Further- 
more, we did not observe periprosthetic fractures without an 
adequate trauma. We therefore believe that the prevalence of 
periprosthetic femoral fractures is not related to the geometry 
or to the degree of osseointegration of the femoral component. 
We hypothesize that the frequency of periprosthetic fractures 
is related to the low BMD and frailty of the patients. This is 
supported by the fact that we observed fewer periprosthetic 
fractures in patients with a metal-on-metal articulation, which 
was used in young and active patients only. 

In summary, the survival of the Optan anatomically adapted 
femoral stem at 5 -year follow-up was disappointing in terms 
of the high frequency of aseptic loosening. We observed a high 
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number of cases with evidence of insufficient proximal bone 
in-growth and distal cortical bone hypertrophy. We attribute 
this to the high stiffness of the implant and to the inadequate 
surface roughness of the porous-coated proximal part. 
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